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The  determination  of  fatigue  crack  growth  rates  in  marine  environments  is  known  to  be 
influenced  by  numerous  experimental  factors.  Therefore,  it  is  necessary  to  formulate  a 
standard  method  of  test  to  assure  uniformity  of  test  results.  This  report  describes 
recommended  procedures  for  the  measurement  of  fatigue  crack  growth  rates  for  metallic 
materials  tested  in  marine  corrosion  environments. 
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Mechanics  of  Materials  Branch 
Material  Science  and  Technology  Division 
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Washington,  DC  20375 


INTRODUCTION 

Modern  naval  applications  of  metallic  materials  in  structures  and  machinery  can 
involve  conditions  which  cause  corrosion  fatigue  crack  growth  to  occur,  namely  cyclic 
stresses  acting  on  points  of  geometric  stress  concentration  in  the  presence  of  a  marine 
corrosion  environment.  Crack  growth  caused  by  corrosion  fatigue  can  pose  a  serious 
threat  to  the  structural  integrity  of  naval  platforms  and  systems  [1] .  In  recent  years, 
naval  ship  designers  have  encountered  an  increasing  number  of  applications  where  the 
possibility  of  corrosion  fatigue  crack  growth  requires  consideration  [2] . 

Linear  elastic  fracture  mechanics  provides  a  widely  utilized  basis  for  analyzing 
fatigue  crack  growth  in  metallic  materials  [3-6] .  The  basic  test  method  procedures  for 
constant-load-amplitude  fatigue  crack  growth  rate  determination  are  found  in  ASTM 
E647-78T  [7] .  However,  the  presence  of  a  corrosive  environment  is  known  to  introduce 
numerous  complicating  factors,  both  in  the  laboratory  determination  of  fatigue  crack 
growth  rates  [8]  and  in  the  analysis  of  structural  crack  growth  behavior  [9-U]. 

Corrosion  fatigue  crack  growth  rates  can  vary  widely  in  metallic  materials  as  a 
function  of  mechanical,  metallurgical  and  electrochemical  variables.  Therefore,  it  is 
essential  that  test  results  accurately  reflect  the  effects  of  specific  variables  under 
study.  Test  methods  must  be  chosen  so  as  to  neither  accentuate  nor  suppress  the 
phenomena  under  investigation.  Only  then  can  data  be  compared  from  one  laboratory 
investigation  to  another  on  a  valid  basis,  or  serve  as  a  valid  basis  for  assessing 
structural  behavior. 

The  development  and  application  of  a  reliable  Navy  data  base  on  corrosion  fatigue 
crack  growth  rates  in  marine  environments  requires  standard  test  methods.  Experience 
has  shown  that,  in  the  absence  of  common  experimental  procedures,  interlaboratory 
variability  amongst  the  data  is  sufficient  to  mask  significant  effects  and  cast  doubt 
upon  the  basic  premises  of  this  technology.  This  test  method  document  has  been 
prepared  to  serve  as  an  aid  in  enhancing  the  value  of  existing  fracture  mechanics 
fatigue  crack  growth  technology  for  naval  applications. 
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1. 


SCOPE 


1.1  This  method  covers  the  determination  of  constant-load-amplitude  fatigue  crack 
growth  rates  in  metallic  materials  exposed  to  aqueous  marine  environments.  Either 
compact  type  (CT)  or  wedge-opening-loaded  (WOL)  type  specimens  are  recommended. 
Results  are  expressed  in  terms  of  fatigue  crack  growth  rate  (da/dN)  as  a  function  of 
crack-tip  stress-intensity  range  (.' K),  where  the  parameter  AK  is  defined  by  linear 
elastic  fracture  mechanics. 

1.2  This  test  method  is  applicable  to  virtually  all  metallic  materials  used  in  naval 
applications,  where  such  materials  are  subject  to  corrosion  fatigue  crack  growth.  Buck¬ 
ling  considerations  in  the  tension  loading  of  CT  and  WOL  specimens  limit  the  minimum 
thickness  of  material  which  can  be  tested.  The  extent  of  crack-tip  plasticity  which 
develops  during  testing  limits  the  minimum  specimen  width  which  may  be  utilized 
and/or  the  maximum  crack  depth  which  may  be  attained. 

1.3  A  range  of  specimen  sizes  with  proportional  planar  dimensions  is  provided. 
Minimum  permissible  specimen  planar  dimensions  will  either  be  determined  by  material 
yield  strength  properties  or  by  maximum  loading  considerations.  Specimen  thickness 
may  be  varied  independently  of  planar  dimensions. 

1.4  Specimen  configurations  other  than  those  contained  in  this  method  may  be 
used,  provided  that  well  established  stress-intensity  calibrations  are  available. 

2.  APPLICABLE  DOCUMENTS 

2.1  CORROSION  TESTING 

2.1.1  G3-74,  "Standard  Recommended  Practice  for  Conventions  Applicable  to  Electro¬ 
chemical  Measurements  in  Corrosion  Testing",  in  1980  Annual  Book  of  ASTM 
Standards,  American  Society  for  Testing  and  Materials,  Philadelphia,  1980,  Part 
10,  pp.  794-802 

2.1.2  G5-78,  "Standard  Recommended  Practice  for  Standard  Reference  Method  for 
Making  Potentiostatic  and  Potentiodynamic  Anodic  Polarization  Measurements", 
ibid.,  pp.  816-826 

2.1.3  G15-79a,  "Standard  Definitions  of  Terms  Relating  to  Corrosion  and  Corrosion 
Testing",  ibid.,  pp.  827-831 

2.2  FATIGUE  CRACK  GROWTH  RATE  TESTING 

2.2.1  E647-78T,  "Tentative  Test  Method  for  Constant-Load-Amplitude  Fatigue  Crack 
Growth  Rates  Above  10  m/Cycle,"  in  1980  Annual  Book  of  ASTM  Standards, 
American  Society  for  Testing  and  Materials,  Philadelphia,  1980,  Part  10,  pp.  749- 
767 

2.2.2  S.  J.  Hudak,  Jr.,  A.  Saxena,  R.  J.  Bucci  and  R.  C.  Malcolm,  "Development  of 
Standard  Methods  of  Testing  and  Analyzing  Fatigue  Crack  Growth  Rate  Data," 
Technical  Report  AFML-TR-78-40,  Air  Force  Materials  Laboratory,  Wrighl- 
Patterson  Air  Force  Base,  Ohio,  May  1978 
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2.2.3  G.  R.  Yoder,  L.  4.  Cooley  and  T.  W.  Crooker,  'Procedures  for  Precision 
Measurement  of  Fatigue-Crack-Growth-Rate  Using  Crack-Opening-Displace¬ 
ment  Techniques,"  in  FATIGUE  CRACK  GROWTH  MEASURE, .1ENT  AND  DATA 
ANALYSIS,  ASTM  STP  738,  Edited  by  S.  J.  Hudak,  Jr.  and  R.  J.  Bucci,  American 
Society  for  Testing  and  Materials,  1981,  pp.  85-100 

2.3  FRACTURE  TESTING 

2.3.1  E399-78a,  "Standard  Test  Method  for  Plane-Strain  Fracture  Toughness  of  Metal¬ 
lic  Materials,"  in  1980  Annual  Book  of  ASTM  Standards,  American  Society  for 
Testing  and  Materials,  Philadelphia,  1980,  Part  10,  pp.  580-601 

2.3.2  E616-80,  "Standard  Terminology  Relating  to  Fracture  Testing,"  ibid.,  pp.  714-721 

2.4  MECHANICAL  TESTING 

2.4.1  E6-76,  "Standard  Definitions  of  Terms  Relating  to  Methods  of  Mechanical 
Testing,"  in  1980  Annual  Book  of  ASTM  Standards,  American  Society  for  Testing 
and  Materials,  Philadelphia,  1980,  Part  10,  pp.  187-195 

2.4.2  E8-79a,  "Standard  Methods  of  Tension  Testing  of  Metallic  Materials,"  ibid., 
pp.  197-216 

2.4.3  Elll-61,  "Standard  Test  Method  for  Young's  Modulus  at  Room  Temperature,"  ibid., 
pp.  324-328 

2.4.4  E467-76,  "Standard  Recommended  Practice  for  Verification  of  Constant  Ampli¬ 
tude  Dynamic  Loads  in  an  Axial  Load  Fatigue  Testing  Machine."  ibid.,  pp.  620- 
624 

2.5  STRESS  CORROSION  ('RACKING  TESTING 

2.5.1  R.  W.  Judy,  Jr.  and  R.  J.  Goode,  "Standard  Method  of  Test  for  Plane-Strain 
Stress-Corrosion-Cracking  Resistance  of  Metallic  Materials,"  NRL  Report  7865, 
Naval  Research  Laboratory,  Washington,  D.C.,  March  17,  1975 

2.6  WATER 

2.6.1  D1129-78a,  "Standard  Definitions  of  Terms  Relating  to  Water,"  in  1979  Annual 
Book  of  ASTM  Standards,  American  Society  for  Testing  and  Materials,  Phila¬ 
delphia,  1979,  Part  31,  pp.  3-6 

2.6.2  D1141-75,  "Standard  Specification  for  Substitute  Ocean  Water,"  ibid.,  pp.  949-951 

2.6.3  Standard  Methods  for  Examination  of  Water  and  Wastewater,  14th  Edition, 
Arneri  can  Public  Health  Association,  Washington,  D.C.,  1975 

3.  SUMMARY  OF  METHOD 

3.1  The  method  involves  constant-load-amplitude  cyclic  loading  of  precracked 

CT  or  WOL  specimens  exposed  to  an  aqueous  marine  environment.  Periodic  measure¬ 
ments  of  crack  length  are  made  throughout  the  duration  of  the  test.  The  use  of  a 

crack-opening-displacement  (COD)  technique  for  crack  length  measurement  is  recom- 
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mended.  Other  crack  length  measurement  methods  may  be  used.  Crack  length  data  are 
gathered  as  a  function  of  elapsed  cycles.  These  data  are  analyzed  numerically  in 
conjunction  with  applied  load  to  generate  da/dN  versus  AK  data.  The  parameter  AK  is 
calculated  from  well  established  linear  elastic  fracture  mechanics  expressions. 

3.2  Cyclic  loading  parameters  are  controlled  throughout  the  duration  of  the 
test.  Procedures  are  followed  to  minimize  transient  effects  in  the  da/dN  versus  LK 
data  resulting  from  test  interruptions. 

3.3  The  portion  of  the  test  specimen  containing  the  fatigue  crack  is  surrounded 
by  an  environmental  chamber.  Chemical  and  electrochemical  parameters  within  the 
environmental  chamber  are  monitored  and  may  be  under  active  control. 

4.  SIGNIFICANCE 

4.1  Fatigue  crack  growth  rate  expressed  as  a  function  of  crack-tip  stress- 
intensity  range,  da/dN  versus  _',K,  characterizes  a  material's  resistance  to  stable  crack 
extension  under  cyclic  loading  and  provides  an  analytical  basis  for  assessing  crack 
growth  behavior  in  structural  applications.  Background  information  on  the  basic 
rationale  for  utilizing  linear  elastic  fracture  mechanics  to  analyze  fatigue  crack  growth 
is  given  in  references  3  through  t>. 

4.1.1  In  inert  or  mildly  aggressive  environments,  constant-load-arnplitude 
fatigue  crack  growth  rates  are  primarily  a  function  of  *  K  and  the  load  ratio,  R  = 
P  •  /P  .  However,  in  aqueous  marine  environments,  da/dN  can  become  a  complex 
function  or  'K,  R,  cyclic  frequency,  load-versus-time  waveform,  electrochemical 
potential,  temperature,  pH,  dissolved  oxygen,  and  electrolyte  species  and  concentra¬ 
tion.  Also,  test  specimens  subjected  to  long  term  fatigue  crack  growth  rate  testing  in 
marine  environments  are  subject  to  various  corrosive  effects  which  influence  da/dN 
versus  *  K  data.  Data  on  the  various  effects  of  long  term  corrosive  reactions  on 
metallic  fatigue  crack  growth  rate  test  specimens  suggest  that  these  effects  can  either 
retard  or  hasten  crack  growth  rates.  Generation  of  da/dN  versus  l  K  data  on  metallic 
materials  in  aqueous  marine  environments  requires  proper  selection,  monitoring  and 
control  of  mechanical,  chemical  and  electrochemical  test  variables. 

4.1.2  In  many  instances,  expressing  da/dN  as  a  function  of  '  K  provides  a 
description  of  crack  growth  behavior  that  is  independent  of  specimen  planar  size, 
specimen  thickness,  and  crack  geometry.  This  geometry-independent  characteristic  of 
da/dN  versus  \  K  data  provides  the  basic  rationale  for  utilizing  fracture  mechanics 
parameters  in  the  analysis  of  fatigue  crack  growth.  However,  geometry-independent 
da/dN  versus  AK  behavior  has  been  shown  to  break  down  in  at  least  three  circum¬ 
stances:  (i)  due  to  buckling  effects  in  thin  sheet  materials,  (ii)  due  to  the  onset  of 
constraint-sensitive  instability  fracture  conditions  in  the  terminal  portion  of  da/dN 
versus  *K  curve,  and  (iii)  due  to  varying  degrees  of  accessibility  of  the  aqueous 
environment  to  the  crack  tip  region  as  a  function  of  the  degree  of  crack  opening  under 
load.  Although  evidence  of  (iii)  above  is  limited,  it  is  a  factor  that  should  be  considered 
in  the  interpretation  of  fatigue  crack  growth  rate  test  results  for  marine  environments. 

4.2  This  test  method  can  serve  the  following  purposes: 

4.2.1  To  characterize  the  fatigue  crack  growth  resistance  of  metallic  materi¬ 
als  used  in  naval  applications  as  a  function  of  service  related  metallurgical,  mechanical 
and  corrosion  variables. 
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4.2.2  To  provide  a  source  of  engineering  reference  data  from  which  assess¬ 
ments  can  be  made  of  crack  growth  behavior  in  naval  hardware  components. 

4.2.3  To  provide  an  improved  quantitative  basis  for  dealing  with  anticipated 
fatigue  crack  growth  phenomena  within  the  framework  of  formalized  contractual 
agreements  for  the  design,  procurement  and  maintenance  of  naval  ship  systems. 


5.  DEFINITIONS 

5.1  corrosion  potential,  E  -  the  potential  of  a  corroding  surface  in  an 
electrolyte  relative  to  a  reference  electrode  measured  under  freely  corroding  conditions. 

5.1.1  reference  electrode  -  the  electrode  against  which  the  electrical  potential 
of  a  specimen  is  measured. 

5.1.2  potentiostat  -  an  instrument  for  automatically  maintaining  an  electrode  in 
an  electrolyte  at  a  constant  potential  or  controlled  potentials  with  respect  to  a  suitable 
reference  electrode. 

5.2  crack  length,  a  [El  -  the  physical  crack  length  used  to  determine  the  crack 
growth  rate  and  the  stress-intensity  factor.  For  the  CT  and  WOE  specimens,  a  is 
measured  from  the  reference  line  connecting  the  bearing  points  of  load  application 
(load  line). 

5.2.1  crack  (mouth)  opening  displacement,  COD[L]  -  the  displacement  at  the 
crack  mouth  due  to  elastic  deformation,  measured  by  a  clip  gage  spanning  the  crack  at 
the  specimen  edge. 

5.2.2  crack  (mouth)  opening  displacement  calibration,  COD-calibration  -  a  math¬ 
ematical  expression,  based  on  experimental  or  analytical  results,  that  relates  the  crack 
(mouth)  opening  displacement  to  load,  crack  length,  specimen  thickness  and  elastic 
modulus  for  a  specific  specimen  planar  geometry. 

5.3  cycle  -  one  complete  sequence  of  values  of  applied  load  that  is  repeated 
periodically  in  fatigue.  The  symbol  N  represents  the  number  of  elapsed  cycles. 

5.3.1  maximum  load,  Pmax  [F]  "  the  greatest  algebraic  value  of  applied  load  in  a 
fatigue  cycle.  Tensile  loads  are  considered  positive  and  compressive  loads  negative. 

5.3.2  minimum  load,  pmjn  [F]  "  the  least  algebraic  value  of  applied  load  in  a 
fatigue  cycle. 

5.3.3  load  range,  '  P  [F]  -  the  algebraic  difference  between  the  maximum  and 
minimum  loads  in  a  fatigue  cycle. 

5.3.4  load  ratio  (also  called  stress  ratio),  R  -  the  algebraic  ratio  of  the  minimum 

to  maximum  load  in  a  fatigue  cycle,  R  =  Pmin/Pmo..- 

min  max 

5.3.5  frequency  (T  *]  -  the  number  of  total  elapsed  cycles  in  a  given  period  of 

time. 


5.3.6  waveform  -  the  characteristic  shape  of  a  load  versus  time  relationship. 
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5.3.7  rise  time  [T]  -  the  elapsed  time  in  a  cycle  during  which  the  load  increases 
fromPmintoPmax' 

5.3.8  hold  time  [T]  -  the  elapsed  time  in  a  cycle  during  which  the  load  remains 
constant,  usually  this  occurs  at  Pmax  or  Pmjn* 

5.4  environment  -  the  aqueous  solution  that  surrounds  a  test  specimen. 

5.4.1  marine  -  pertaining  to  seawater. 

5.4.2  environmental  chamber  -  the  container  of  aqueous  solution  surrounding  a 
test  specimen. 

3 

5.4.3  environment  volume  [L  ]  -  the  total  volume  of  aqueous  solution  immedi¬ 
ately  surrounding  the  test  specimen,  plus  that  contained  in  a  circulating  reservoir 
system  if  used. 

O 

5.4.4  environmental  chamber  volume  [L  ]  -  the  volume  of  aqueous  solution  con¬ 
tained  in  the  environmental  chamber  when  the  test  specimen  is  in  place. 

O  -1 

5.4.5  circulation  rate  [L  T  ]  -  the  rate  of  aqueous  solution  flow  through  the 
environmental  chamber. 

5.5  fatigue  crack  growth  rate,  da/dN  [LT  *]  -  average  increment  of  crack 
extension  per  cycle  of  loading. 

5.6  seawater  -  an  aqueous  solution  intended  to  exhibit  the  general  charac¬ 
teristics  of  natural  seawater  for  test  purposes. 

5.6.1  natural  seawater  -  seawater  obtained  from  an  ocean  source. 

5.6.2  substitute  ocean  water  -  a  specific  solution  for  marine  environment  testing 
as  specified  in  2.6.2. 

5.6.3  saline  solution  -  a  solution  of  sodium  chloride  in  distilled  water.  For 
marine  environment  tests  the  electrolyte  concentration  is  usually  3.5  weight-percent. 

5.7  stress-corrosion  cracking,  SCC  -  crack  extension  caused  by  the  simul¬ 
taneous  action  of  a  sustained  tensile  load  and  the  presence  of  a  marine  environment. 

-3 /2 

5.7.1  stress-corrosion  cracking  threshold,  Kj  [FL  ]  -  a  level  of  sustained 
loading,  as  defined  by  linear  elastic  fracture  mechanics ,  below  which  SCC  does  not 
occur  in  a  specified  combination  of  material  and  environment.  See  2.5.1. 

-3/2 

5.8  stress-intensity  factor,  K  [FL  ]  -  the  magnitude  of  the  crack-tip  stress 
field  in  a  linear-elastic  material.  In  this  method,  Mode  I  (opening  mode)  crack  surface 
displacement  is  assumed. 

5.8.1  stress-intensity  calibration,  K-calibration  -  a  mathematical  expression, 
based  on  experimental  or  analytical  results,  that  relates  the  stress-intensity  factor  to 
load,  crack  length  and  specimen  thickness  for  a  specific  specimen  planar  geometry. 

-3  /2 

5.8.2  maximum  stress  intensity,  Kmax  [FL  '  ]  -  the  maximum  value  of  the 
stress-intensity  factor  in  a  fatigue  cycle,  corresponding  to  P_QV. 

ill  HX 
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'  r; 
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5.8.3  minimum  stress  intensity,  K  [FL  ]  -  the  minimum  value  of  the 
stress-intensity  factor  in  a  fatigue  cycle,  corresponding  to  Pmjn- 

-3/2 

5.8.4  stress-intensity  range,  AK  [FL  ]  -  the  maximum  variation  in  the  values 
of  the  stress-intensity  factor  in  a  fatigue  cycle,  A  K  =  Kmax-Km-n. 

6.  APPARATUS 

6.1  Grips  and  Fixtures  for  CT  and  WOL  Specimens  -  A  conventional  fracture- 
mechanics-type  clevis  and  pin  grip  assembly  is  used.  Details  of  the  recommended  grip 
assembly  are  provided  in  2.2.1.  This  specimen  and  loading  arrangement  is  to  be  used  for 
tension-tension  (R  >  O)  loading  only.  The  grip  assembly  may  be  subjected  to  corrosive 
conditions  because  of  the  proximity  of  a  marine  environment,  therefore  the  use  of 
protective  coatings  on  the  grips  is  desirable.  The  use  of  a  protective  lubricant  coating 
on  all  pin  and  clevis  bearing  surfaces  is  recommended  to  minimize  friction  and 
corrosion.  Care  should  be  exercised  to  prevent  contamination  of  the  test  environment 
by  coating  or  lubricant  materials  because  corrosion  processes  can  be  inhibited  or 
accelerated  by  small  amounts  of  seemingly  innocuous  materials. 

6.2  Displacement  Gage  -  A  conventional  fracture  mechanics  type  COD  clip  gage 
is  used.  Details  of  the  recommended  gage  design  and  methods  for  mounting  the  gage  on 
the  specimen  are  provided  in  2.3.1.  It  is  recommended  that  signals  from  the  COD  gage 
be  recorded  on  a  suitable  digital  voltmeter.  It  is  also  recommended  that  calibration  of 
the  COD  gage  be  performed  using  a  knife-edge  micrometer. 

6.3  Environmental  Chamber  and  Circulation  System  -  The  environmental 
chamber  shall  enclose  the  entire  portion  of  the  test  specimen  over  which  crack 
extension  occurs.  A  circulation  system  is  recommended  to  provide  replenishment  and 
aeration  of  the  test  solution.  Non-metallic  materials  are  required  for  the  entire 
environmental  chamber  and  circulation  system.  The  environmental  chamber  shall  be 
designed  so  as  to  prevent  galvanic  contact  between  test  specimen  and  grip  assembly. 
The  use  of  a  test  frame  configuration  featuring  a  horizontal  load  actuator  position  is 
desirable  for  eliminating  contact  between  grips  and  test  solution.  The  environmental 
chamber  shall  be  of  sufficient  size,  and  inlet  and  outlet  locations  shall  be  chosen,  to 
assure  a  flow  of  test  solution  around  the  portion  of  the  test  specimen  where  crack 
extension  occurs.  The  circulation  system  shall  provide  a  flow  rate  capacity  sufficient 
to  replace  the  environmental  chamber  volume  not  less  often  than  once  per  minute.  The 
circulation  system  shall  provide  for  continuous  aeration  and  filtering  of  the  test 
solution. 


7.  SPECIMEN  CONFIGURATION,  SIZE,  AND  PREPARATION 

7.1  Standard  Specimens  -  The  geometries  of  standard  CT  and  WOL  specimens 
are  given  in  Fig.  1.  Dimensional  and  precracking  details  for  both  specimens  are  given  in 
2.2.1. 

7.2  Specimen  Size  -  For  both  specimens,  the  thickness,  B,  and  width,  W,  may 
be  varied  independently  within  the  following  limits,  which  are  based  on  specimen 
buckling,  through-thickness  crack  curvature  and  uncracked  ligament,  W-a,  consider¬ 
ations: 


7.2.1  It  is  recommended  thatspecimen  thickness  be  within  the  range  W/20  <  B  <  W/2. 
For  specimens  where  B  >  W/4,  a  through-thickness  crack  curvature  correction  may  be 
required  as  specified  in  2.2.1,  unless  the  crack  length  measurement  technique  being 
employed  has  the  capability  to  inherently  average  the  effects  of  crack  front  curvature. 


7.2.2  In  order  that  specimen  behavior  remains  predominantly  linear-elastic  under 
all  test  loads,  it  is  recommended  that  the  minimum  uncracked  ligament  size  not  exceed 
the  following: 


W-a 


4 (K  /  a  X 
>  -  max  ys 


where  a^s  is  the  0.2%  offset  yield  strength  of  the  test  material  as  specified  in  2.4.2. 

7.2.3  The  above  criterion  for  W-a  can  be  restrictive  for  materials  of  low  yield 
strength.  In  such  cases,  an  alternate  criterion  based  on  flow  stress,  a.,  can  be  utilized 
as  follows:  .  ,  -.2 

W-a  -  4(K— ^ 


where  ^  is  defined  as  the  algebraic  mean  of  the  yield  strength  and  tensne  strength  of 
the  test  material  as  determined  by  2.4.2.  However,  it  is  recommended  that  all  data 
which  exceed  the  minimum  uncracked  ligament  criterion  in  7.2.2  be  called  out  in  the 
report. 


7.3  Specimen  Preparation  -  Specimen  preparation  specifications  shall  meet  the 
recommendations  and  requirements  of  2.2.1. 


8.  PROCEDURE 

8.1  Number  of  Tests  -  It  is  recommended  that  replicate  tests  or  separate  tests 
which  include  overlapping  regions  of  da/dN  versus  'K  data  be  conducted. 

8.2  Specimen  Machining  and  Precracking  -  Specimens  shall  be  machined  to  the 
dimensions  shown  in  Fig.  1.  Applicable  detail  dimensions  and  tolerances  shall  be  per  the 
requirements  of  2.2.1.  Precracking  shall  be  conducted  in  accordance  with  the 
procedures  described  in  2.2.1.  Preliminary  precracking  may  be  conducted  in  an  ambient 
laboratory  air  environment  using  a  cyclic  frequency  and  waveform  which  differ  from 
the  test  conditions.  The  final  increment  of  precracking  consisting  of  not  less  than 
1.0mm  (0.04  in.),  shall  be  conducted  in  the  marine  environment  under  full  test 
conditions. 

8.3  Test  Equipment  -  The  equipment  for  fatigue  testing  shall  provide  stable 
control  and/or  precision  measurement  of  the  following  test  parameters. 

8.3.1  Loads  shall  be  measured  by  means  of  a  load  cell.  Closed-loop  control  via 

load  cell  feedback  is  recommended.  Verification  of  loads  shall  be  conducted  in 
accordance  with  2.4.4.  .*•  P  and  P  shall  be  controlled  to  an  accuracy  of  ±  2% 

throughout  the  test.  maX 

8.3.2  Elapsed  cycles  shall  be  counted  by  means  of  an  accurate  digital  device. 

8.3.3  Frequency  and  waveform  shall  be  controlled  throughout  the  test.  Use  of  an 
electronic  function  generator  is  recommended. 


8.3.4  Digital  instrumentation  for  COD  measurement  shall  be  calibrated  to  an 


D  (2  HOLES) 


accuracy  of  ±  1%  of  range.  It  is  recommended  that  this  instrumentation  be  recalibrated 
at  regular  periodic  intervals  throughout  the  duration  of  testing. 

8.4  General  Test  Procedure  -  Testing  shall  be  conducted  in  a  manner  which 
seeks  to  eliminate  or  minimize  transient  and/or  time-dependent  effects  on  da/dN  versus 
a  K  data. 

8.4.1  It  is  recommended  that  specimens  undergoing  fatigue  testing  remain 
immersed  in  the  test  solution  during  brief  periods  of  test  interruption.  If  specimens  are 
removed  from  the  test  solution  for  more  than  a  brief  period,  fatigue  data  gathering 
shall  not  resume  until  the  crack  has  extended  by  an  increment  of  not  less  than  1.0mm 
(0.04  in.)  under  test  conditions. 

8.4.2  Specimens  shall  be  visually  examined  periodically  during  the  course  of 
testing  for  evidence  of  corrosive  attack.  Corrosion  product  accumulation  which  may 
inhibit  access  of  the  test  solution  to  the  crack-tip  region  may  be  removed.  The  crack- 
tip  region  of  the  specimen  surface  may  also  be  cleaned  periodically  to  aid  in  visual 
observation  of  crack  length  and/or  crack-tip  morphology. 

8.4.3  Fatigue  testing  may  be  performed  under  constant  load  amplitude,  such  that 
\P  and  P  remain  constant  throughout  the  duration  of  the  test,  or  by  step-loading, 

such  that  II3al*  and  P  are  increased  by  small  increments  at  periodic  intervals  of  '  a. 
An  example  step-londftfg  pro<  "dure  is  outlined  in  2.2.3.  When  step-loading  procedures 
are  employed,  '  P  incremen’s  shall  not  exceed  10%  and  '  a  increments  between 
load  steps  shall  not'M^ess  than  minimum  a  increments  for  crack  length  measurement 
specified  in  8.3.  Testing  to  obtaii  data  in  the  lower  region  of  da/dN  versus  ’  K  may 
require  the  use  of  loading -shedding  procedures  as  outlined  in  2.2.2. 

8.4.4  The  presence*  of  a  marine  environment  may  cause  numerous  environ¬ 
mentally-induced  phenomena  to  occur  in  the  course  of  fatigue  crack  growth  rate  testing 
of  metallic  materials.  Some  common  examples  are  transient  changes  in  da/dN  versus 

K  data  in  response  to  changes  or  interruptions  in  cyclic  loading  [12-141 ,  crack  growth 
acceleration,  crack  arrest,  crack  branching,  crack-front  curvature  or  irregularity,  out- 
of-plane  cracking  or  corrosion  product  build-up  within  cracks.  It  is  necessary  to 
carefully  monitor  tests  for  evidence  of  these  types  of  environmentally-induced  phe¬ 
nomena  which  may  affect  steady  state  da/dN  versus  /K  data. 

8.4.3  Steady  state  fatigue  crack  growth  rates  in  marine  environments  can  be 

strongly  affected  by  cyclic  waveform  and/or  cyclic  frequency  [15-18].  Knowledge  of 

these  effects  can  be  an  important  consideration  in  selecting  test  parameters.  It  is 

especially  important  to  note  that  certain  frequencies  and/or  waveforms  can  act  to 

suppress  the  influence  of  marine  environments  on  fatigue  crack  growth  in  metallic 

materials.  These  effects  generally  relate  to  the  rise  time  of  the  loading  cycle.  For 

steels  and  high-strength  aluminium  alloys,  crack  growth  rates  in  marine  environments 

tend  to  vary  inversely  with  the  rise  time  [15-17].  However,  exceptions  to  this  trend 

have  been  observed  in  high-strength  titanium  alloys  under  cyclic  loading  conditions 

where  K  <  K,  [18] . 
max  Iscc 

8.4.6  Knowledge  of  the  stress-corrosion  cracking  (SCC)  threshold  for  the  ma¬ 
terial/environment/electrochemical  potential  combination  being  tested  is  an  important 
secondary  consideration  for  fatigue  crack  growth  rate  testing  in  marine  environments. 
The  SCO  threshold  is  defined  by  the  linear  elastic  fracture  mechanics  parameter 
Kjs  [19] ,  in  accordance  with  the  provisions  of  2.5.1.  If  SCC  is  superimposed  on  fatigue 


crack  growth  (K  K,  ),  SCC-related  phenomena  may  occur  which  affect  fatigue 
crack  growth  behavior  ana  its  measurement.  Examples  of  such  phenomena  include 
crack  extension  under  sustained  loading  at  or  near  P  which  may  occur  in  connection 
with  crack  length  measurement  procedures,  or  reversals  of  frequency  and/or  waveform 
effects  which  may  occur  as  the  Kmax  value  approaches  or  exceeds  Kjsoc  [18] . 


8.5  Crack  Length  Measurement  -  Crack  length  measurements  are  to  be  made  as 
a  function  of  elapsed  cycles.  A  crack  (mouth)  opening  displacement  (COD)  technique  is 
recommended  as  the  primary  method  of  crack  length  measurement.  Electrical  potential 
techniques  may  also  be  employed  [20] .  However,  caution  is  advised  in  applying  electrical 
potential  techniques  to  specimens  immersed  in  an  electrolytic  solution  due  to  possible 
electrochemical  interaction  effects.  Optical  observation  of  the  crack-tip  is  recommended 
as  an  auxiliary  method  of  crack  length  measurement  and  as  a  means  of  monitoring  crack 
morphology,  specifically  crack  branching  or  out-of-plane  cracking  which  may  render  the 
test  invalid.  Crack  length  measurement  techniques  shall  be  capable  of  resolving  crack 
extension  increments  of  0.10  mm  (0.004  in.),  or  0.002  W,  whichever  is  greater,  as  required 
in  2.2.1. 


8.5.1  Crack  length  can  be  calculated  from  COD  using  the  following  expression 

a/w  =  co  ♦  c,  ay  *  c2  ay2  *  c3  ay3  *  c4  ay4  *  c5ay5 

where  a/W  =  normalized  crack  length  and 


B  =  specimen  thickness  and  E=Young's  Modulus.  Constants  for  the  COD-ealibratio n 
expression  are  given  below: 


Specimen 

C 

o 

C1 

C2 

C3 

C4 

C5 

CT 

1.0010 

-4.6695 

18.460 

-236.82 

1214.9 

-2143.6 

WOL 

1.0021 

-4.9472 

35.749 

-649.85 

4110.9 

-8410.8 

8.5.2  An  example  of  procedures  for  measurement  of  fatigue  crack  growth  rate  using 
COD  techniques  is  given  in  2.2.3.  It  is  recommended  that  Young's  Modulus  be  determined 
from  actual  test  material  using  procedures  described  in  2.4.3.,  or  alternatively,  the  COD 
measurements  obtained  from  the  precracked  CT  or  WOL  specimens.  If  the  COD 
measurement  is  used  for  this  purpose,  it  is  necessary  to  make  a  simultaneous  measure¬ 
ment  of  actual  crack  length  by  an  independent  method,  usually  by  optical  means  at  the 
specimen  face  (using,  as  necessary,  a  crack  front  curvature  correction  as  described  in 
section  9.1  of  document  2.2.1).  Then  E  can  be  obtained  from  the  following  expressions 
[16] :  For  the  CT  specimen, 


EB-(COD)  _  /  +  +  a/W\2 

p  V  ^TW/U^iTW/  [1.61369  +  12.6778  (a/W)  - 14.2311  (a/W)^ 

-  16.6102  (a/W)3  +  35.0499  (a/W)4  -  14.4943  (a/W)5] 
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and  for  the  WOL  specimen, 

(COD)  _  ^  +  °^"9)  (V_'a/~w)  [4-3838  -  37.588  (a/W)  +  359.68  (a/W)2 

-  1319.5  (a/W)3  +  2506.8  fa/W)4  -  2577.0  (a/W)5  +  1203.5  (a/W)6 

-  136.40  (a/W)8]  [sic] 

Values  of  E  should  always  be  determined  experimentally  using  one  of  the  above  methods. 
Under  no  circumstances  should  a  nominal  value  of  E  be  selected  from  generic  properties 
data  commonly  available  in  handbook  sources  (e.g.,  this  is  especially  unsatisfactory  for 
titanium  alloys  where  E  can  vary  by  more  than  15  percent  due  to  heat  treatment  alone). 

8.5.3  It  is  recommended  that  testing  be  interrupted  as  infrequently  and  as  briefly  as 

possible.  When  tests  are  interrupted  for  crack  length  measurement,  a  static  load  may  be 

applied  to  the  specimen  to  obtain  P  versus  COD  from  which  crack  length  may  be 

calculated.  Caution  is  advised  to  assure  that  such  static  loads  do  not  exceed  the  P 

value  used  for  fatigue  testing,  and  that  the  corresponding  K  values  do  not  caule 

static-load  crack  extension  (K  <  K,  ).  max 

max  Iscc 

8.5.4  The  following  criterion  regarding  crack  length  measurement  intervals  is  re¬ 
commended  : 

0.25  mm  (0.01  in.)  '  a  •  2.5  mm  (0.10  in.) 

8.5.5  The  following  criteria  regarding  out-of-plane  cracking  and  asymmetric 
through-thickness  cracking  are  recommended,  as  per  2.2.1: 

8. 5. 5.1  If  the  crack  path,  as  observed  on  either  face  of  the  specimen,  departs 
from  the  plane  of  symmetry  of  the  specimen  by  more  than  4  5  degrees,  the  data  are 
invalid.  If  this  criterion  is  exceeded,  termination  of  the  test  is  recommended. 

8. 5. 5. 2  If  the  two  crack  lengths,  as  observed  on  each  face  of  the  specimen, 
differ  by  more  than  0.025  W  or  0.25  B,  whichever  is  less,  the  data  are  invalid.  However, 
testing  may  be  continued  in  an  effort  to  regain  through-thickness  crack  symmetry. 

8.6  Environment  Monitoring  and  Control  -  Environmental  parameters  can 
strongly  influence  the  results  of  fatigue  crack  growth  rate  tests  conducted  in  marine 
environments.  Therefore,  environmental  monitoring  and  control  is  recommended. 

8.6.1  It  is  recommended  that  the  test  solution  be  selected  from  among  the 
following:  natural  seawater,  substitute  ocean  water  as  specified  in  2.6.2,  or  aqueous 
3.5%  sodium  chloride.  However,  note  that  these  three  environments  may  produce 
differing  results  and  should  not  be  regarded  as  identical  for  test  purposes  [22] .  For 
tests  which  involve  the  use  of  a  quiescent  environment,  it  is  recommended  that  the  test 
solution  be  emptied  and  replenished  not  less  often  than  once  each  24  hr.  testing  period. 
For  tests  which  involve  the  use  of  a  closed-loop,  recirculating  flowing  environment,  it  is 
recommended  that  the  test  solution  be  emptied  and  replenished  not  less  often  than 
weekly. 

8.6.2  Measurements  shall  be  made  and  recorded  of  solution  temperature  and 
specimen  corrosion  potential  not  less  often  than  once  each  8  hr.  testing  period. 
Potential  measurements  shall  be  made  in  accordance  with  conventions  and  procedures 
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set  forth  in  2.1.1  and  2.1.2.  It  is  farther  recommended  that  measurements  be  made  and 
recorded  of  pH,  conductivity  and  dissolved  oxygen  at  similar  intervals.  Procedures  for 
these  measurements  are  contained  in  2.6.3.  For  tests  conducted  in  a  fresh  natural 
seawater  environment,  seawater  temperature  can  vary  widely  with  climatic  conditions. 
Therefore,  it  is  recommended  that  the  temperature  of  fresh  natural  seawater  passing 
the  test  specimen  environmental  chamber  in  a  single-pass  mode  be  controlled 
1°C.  For  tests  involving  quiescent  or  recirculating  environments  conducted  at 
normal  ambient  laboratory  temperatures,  control  of  environment  temperature  is  also 
recommended. 

8.6.3  For  tests  which  involve  maintaining  the  specimen  at  a  controlled  corrosion 
potential,  use  of  a  potentiostat  is  recommended  rather  than  the  use  of  sacrificial 
anodes. 


through 
at  20°  ± 


9.  CALCULATIONS  AND  INTERPRETATION  OF  RESULTS 

9.1  Crack  Curvature  Correction  -  Some  degree  of  crack  front  curvature  of  a 
tunneling  nature  is  likely  to  occur  in  fatigue  crack  growth  rate  testing  of  CT  or  WOL 
specimens.  The  COD  crack  length  measurement  technique  described  in  Section  8.5  will 
inherently  average  moderate  degrees  of  crack  front  curvature  which  commonly  occur  in 
this  type  of  testing.  However,  it  is  recommended  that  test  specimens  be  tension-loaded 
to  fracture  after  fatigue  testing,  and  that  the  fatigue  surfaces  be  visually  examined  for 
evidence  of  crack  front  curvature.  If  there  is  visual  evidence  of  a  significant  degree  of 
crack  front  curvature  at  any  crack  depth,  crack  length  correction  procedures  detailed 
in  2.2.1  should  be  applied  to  the  test  data.  However,  if  the  crack  front  curvature 
correction  results  in  a  calculated  stress-intensity  correction  greater  than  10  percent, 
the  test  is  invalid. 

9.2  Determination  of  Crack  Growth  Rate  -  Crack  growth  rate  data  are 
calculated  from  crack  length  versus  elapsed  cycles  data.  Detailed  procedures  for 
calculating  da/dN  are  included  in  2.2.1.  Additional  procedures  for  calculating  da/dN 
from  COD  measurements  of  crack  length  are  described  in  2.2.3. 

9.3  Determination  of  Stress-Intensity  Range  -  It  is  recommended  that  fatigue- 
crack  growth  rate  data  be  restricted  to  the  following  span  of  crack  lengths  in  both  the 
CT  and  WOL  specimens: 

0.2  <  a/W  <  0.8 

9.3.1  For  the  CT  specimen,  can  be  calculated  from  the  following  expression 

[23]: 

A  K  =  (2  [0.886  +  4.64  (a/W)  -  13.32  (a/W)2  +  14.72  (a/W)3  -  5.6  (a/W)4] 

B%/W  (l-a/wr/iJ 

9.3.2  For  the  WOL  specimen,  AK  can  be  calculated  from  the  following  ex¬ 
pression  [21] : 

A  K  =  l2  +  -—K/0  [0.8072  +  8.858  (a/W)  -  30.23  (a/W)2 

B  v/W  (1  -  a/W 

+  41.088  (a/W)3  -  24.15  (a/W)4  +  4.951  (a/W)5] 
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10.  REPORT 


10.1  The  report  shall  include  the  following  information: 

10.1.1  Specimen  type  and  principal  dimensions,  including  thickness  and  width. 

10.1.2  Descriptions  of  the  test  machine,  crack  length  measurement  equipment, 
environmental  chamber,  and  all  equipment  used  for  environmental  monitoring  and/or 
control. 

10.1.3  Description  of  the  test  material,  including  all  relevant  chemical,  metal¬ 
lurgical  and  mechanical  information  available,  including  crack  plane  orientation  as 
defined  in  2.3.1. 

10.1.4  Details  of  the  precracking  procedure  as  required  in  2.2.1. 

10.1.5  Details  of  the  test  loading  are  as  follows:  constant-load-amplitude 
throughout  the  duration  of  the  test,  load-shedding,  or  step-loading.  If  load-shedding  or 
step-loading  are  used,  AP  and  Aa  increments  shall  be  stated.  The  report  shall  also 
include  AP,  R,  cyclic  frequency  and  cyclic  waveform  information. 

10.1.6  Environmental  variables  shall  be  reported  as  follows:  bulk  solution 
chemistry  composition  and  details  of  application.  Procedures  for  environmental 
monitoring  and  control  shall  be  described.  Environmental  monitoring  data  for  such 
parameters  as  pH,  potential  or  temperature  shall  be  expressed  in  terms  of  the  normal 
daily  range  experienced  throughout  the  duration  of  the  test.  Relevant  trends  or 
transients  in  environmental  parameter  data  shall  be  reported. 

10.1.7  Analysis  methods  for  converting  COD  measurements  to  a,  and  a  versus  N 
data  to  da/dN  data  shall  be  described. 

10.1.8  Analysis  methods  for  calculating  AK  values  shall  be  described. 

10.1.9  da/dN  versus  aK  data  shall  be  plotted  on  log-log  coordinates.  A  separate 
tabulation  of  da/dN  and  AK  data  is  recommended.  It  is  also  recommended  that  all  data 
which  exceed  the  minimum  uncracked  ligament  criterion  in  7.2.2  be  so  identified.  All 
da/dN  versus  A  K  data  for  which  K  >  K.  should  be  so  identified.  If  the  value  of 
KIscc 's  unknown>  should  be  so  staTea. 

10.1.10  It  is  important  to  maintain  a  test  log  which  records  all  test  interruptions 
or  load  changes  in  terms  of  elapsed  cycles,  crack  length  and  time.  All  data  shall  be 
scrutinized  for  transients  and  anomalies.  All  anomalous  behavior  shall  be  reported  and 
described  in  relation  to  recorded  test  events. 
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APPENDICES 


A.l.  COD  GAGE  AND  METHOD  OF  MOUNTING 

Al.I  The  recommended  COD  gage  shall  be  in  accordance  with  the  double 
cantilever  clip-in  displacement  gage  specified  in  Reference  Al.  Such  gages  can  either 
be  procured  from  a  commercial  manufacturer  or  constructed  in  accordance  with  the 
detailed  drawings  and  specifications  provided  in  Reference  Al. 

A1.2  The  COD  gage  shall  be  mounted  on  knife  edges  located  above  and  below 
the  notch  on  the  edge  of  the  CT  or  WOL  specimens,  as  specified  in  Reference  Al.  The 
knife  edges  may  either  be  integral  or  attached.  An  example  of  a  commercial  COD  gage 
mounted  on  a  WOL  specimen  using  attached  knife  edges  is  shown  in  Fig.  Al. 

A2.  ENVIRONMENTAL  CHAMBER  AND  CIRCULATION  SYSTEM 

A2.1  The  general  features  and  layout  of  the  recommended  environmental 
chamber  and  circulation  system  are  shown  in  Fig.  A2  for  a  CT  or  WOL  specimen 
mounted  in  a  loading  frame  with  a  horizontal  load  actuator.  The  environmental 
chamber  provides  for  full  immersion  of  the  specimen  below  the  level  of  the  notch  tip, 
while  preventing  the  grips  and  loading  pins  from  coming  in  direct  contact  with  the 
environment  solution.  Circulation  through  the  test  chamber  is  controlled  by  gravity 
feed  from  the  reservoir.  Solution  is  returned  to  the  reservoir  from  the  test  chamber  by 
means  of  a  pump.  Solution  inlet  to  the  test  chamber  is  located  at  the  minimum  level 
and  the  outlet  is  near  the  maximum  level  to  assure  a  flow  of  fresh  solution  around  the 
test  specimen.  Aeration  of  the  solution  is  achieved  in  the  reservior  and  a  filter  is 
placed  in  the  circulation  loop. 

A3.  MEASUREMENT  OF  ELECTROCHEMICAL  POTENTIAL 

A3.1  Scope  —  This  method  provides  conventions  for  reporting  electrochemical 
potential  measurements  and  describes  an  experimental  procedure  for  measurement  of 
potential  during  fatigue  testing.  This  method  is  limited  to  aqueous  solutions  and 
temperatures  ranging  from  10°  to  60°C  at  normal  atmospheric  pressure. 

A3. 2  Sign  Convention  for  Electrode  Potential  —  The  Stockholm  sign  invariant 
convention  is  recommended  for  use  in  reporting  specimen  potential  measurements  in 
accordance  with  ASTM  [A2]  and  IUPAC  [A3]  recommendations.  The  SI  unit  of  electric 
potential  is  the  volt  [A4] .  The  positive  direction  of  electrode  potential,  the  so-called 
"noble"  direction,  indicates  an  increasing  oxidizing  condition  of  the  corroding  specimen. 

Fe  ^  Fe+2  +  2e"  (1) 

Reaction  1  is  enhanced  in  the  direction  from  left  to  right  by  an  increase  in  potential. 
The  negative  direction  signifies  reduction  in  this  convention.  Electrochemical  pro¬ 
cesses  which  result  in  the  reduction  of  electrochemically  active  species  are  favored  as 
the  negative  or  active  direction  is  increased.  Thus,  the  evolution  of  molecular  hydrogen 
gas  is  increased  as  in  reaction  2  by  a  decrease  in  potential  on  the  metal  surface. 

2HV  +  2e'  ^  H2f  (2) 


A- 1 


Using  this  ••oiu'*-.u  o-i.  ...  i.etals  -uen  a.s  platinum.  goal,  titanium  and  silver  all 
have  ■■  ■  ;■!.  •  •  t>-  :  ■  .  cent'  ds  in  aqueous  solutions.  On  the 

other  iicine  ’  •'•vrK  ••.»*  <.  eg  .  .  nv. -a .■•e’.pos  that  :u  riv.  us  such  as  lithium, 
sodium,  boy  '  1  ••  r  .1 me  ,  1:  :  •  uegai *vc  potentials. 

\A.  ■<:'  -  t  *a,-.uri  meats  require  the  use  of  a 

referem-.  .-a  .■  and  indnci;-  b •.<<:  ■  -nsuring  the  electrode  potential. 

Vi  - —.e  sj •  t ; -  ite.i  .  .  i,-. -  (S'  1  1  :v<- orr. mended  because  it  is 

readily  uv-iw.iv  •••  -  hihpi ■■■  uiv.  Vu- .  . s S ;  cVci-odes  have  many  advantages  and 

should  he  ;  •  Ji"-rr  .  v.  '.'V  o.  si'  ,  -r  ■  m • . >ri,ie  electrode  is  particularly 

advantage'';1'  1  — . n : , « •  in  imtu-*!  -e-.  .\  1  o.-r  \  > ! .  'aivm-  even  truces  of  chloride  ion 

can  be  v  t-:  *u«.  • . •  •  •  - 1 :  . r  -ire-;.-  -Vf  <  erb-ode  can  he  substituted.  A 

detail.--.  ;  •  *  :■  *■  « >»*  electrode-*  can  be  found  in 

referei  v>. 

Since  the  !  ore..  '  bn  .  !  11  1  e  ■-.  elec  Vode  w.;l  rod  often  not  be  the  same  as 

the  mvis  0  m;  <;•  .  ...•*  ...  ■  ion  fatigue  1  i:  since  the  potential  of  the 

reference  .  ire:  - ..  e  1  -  the  '•  ■■•m  constant  concentration  of  ingredients 

in  the  r  1 1  j  1 1  0.  •  .v  <•  ■  v--e  the  nixing  of  the  two 

solutions.  \  ••aoi'i-iry  ievic:  fn;  la  -  -  pun  >' v,u.  Several  capillary  devices 

are  dt;svr •;  e.  \  ■  v.  nn  at  -tr 1  .ligament  >r  use  with  silver-silver 

chloride  :s  .'!  '  :  Vi. 

■  >  ■  '••'.et\ .  .<•  uj-.i'  I'-.u-dance  .f  10^  to  101*  ohms 

and  a  scum ’ ; v  t;.  •<:  »>«v  v  '  •>!•  !.()  mV  over  the  potential  range 

between  -I.  '  :  -  »'  w  xi.t  1  f  tin*  purpose  .f  tiiis  procedure.  Simple  digital 

volt  met.  •<>  --u;  !••->:  .i.  mm .  •<  ••  •  -.»•.!»,  gi  ■  o  1  v  to  the  ability  to  detect 

changes  dm  eg  .  »•  :  -ur,i  pm-  •  " o.  n:gn  :i  1  -.s  used  to  minimize  current 

used  by  Urn  y  tngi  .  •  i ■  -  w v  >oi  P. ;  •  .«  such  as  seawater,  the 

requirement  : erpe* Ian*  •-  ••rea,l\  l«KM-n  o 

\  .. ;  •  u  :  i  •  ‘.'oniiv  't  tin  y.pt  .......  • .  ,,t ;  ..p,  ter  to  the  reference 

electrode  -mu  o.  u  uiui.  ..  ..  i;  eiee'ru*,*:  -  nta<-t  from  the  fatigue  specimen 

through  lilt  p,t  v:>  cun  ;■•.  insured,  toe  point  •!  -.>ei-  ’  n  ;  he  any  convenient  spot  on 
the  fixture.  !  .  .  a  ■  the  nrri'v.i;  of  Hvmiin,;  coot-i.M  bet  ween  the  grips  and  the  test 
environnu  iu  e-ti-.not  .  ..  .•vere.uphuMzed.  H  >ou  practice:  to  coat  the  grips  and 

fixtures  with  an  inert  grease  such  as  Teflon  high  vacuum  grease  to  prevent  creeping  of 
the  eiivirontm-!!!  \s  those  greases  may  contain  inhibitors,  care  must  be  taken  to  keep 
them  from  the  m.mxinment  where  possii.h-.  The  point  of  electrical  contact  with  the 
fatigue  sj>oeiu'--i.  -could  be  on  the  specimen  itself  where  possible.  Non-conducting 
films,  layers  rust,  and  corrosion  p-oduot-  ill  lead  to  errors  in  potential  meas¬ 
urement-. 

Generally,  a  m-  :  .i  when  placed  m  an  cleot-.iiyte  solution  will  not  achieve  a  fixed 
potential,  under  d  conditions,  for  day-  or  even  months.  Therefore,  a  fixed  time 
interval  is  usually  -dressed  when  potential  m-'.i  >n  re  merits  are  reported  "The  potential  of 
pure  copper  so  n'<  aerated  sea  water  at  :'D  • '  after  one  hour  was  —0.3  4i)  volts  vs.  SCE". 
As  in  the  above  i-.otmuli'.  a  meaningful  nc.-isureiaent  of  potential  must  be  reported  with 
a  detailed  description  of  the  environment. 
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Fig.  A3  —  A  convenient  capillary  device  which  incorporates  the  silver-silver  chloride 
reference  electrode  for  use  in  natural  seawater  and  similar  electrolytes. 
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